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The simultaneous recording of scalp electroencephalography (EEG) and functional magnetic resonance imaging
(fMRI) can provide unique insights into the dynamics of human brain function, and the increased functional sen-
sitivity offered by ultra-high field fMRI opens exciting perspectives for the future of this multimodal approach.
However, simultaneous recordings are susceptible to various types of artifacts,manyofwhich scalewithmagnet-
icfield strength and can seriously compromise both EEG and fMRI data quality in recordings above 3 T. The aim of
the present study was to implement and characterize an optimized setup for simultaneous EEG–fMRI in humans
at 7 T. The effects of EEG cable length and geometry for signal transmission between the cap and amplifiers were
assessed in a phantom model, with specific attention to noise contributions from the MR scanner coldheads.
Cable shortening (down to 12 cm from cap to amplifiers) and bundling effectively reduced environment noise
by up to 84% in average power and 91% in inter-channel power variability. Subject safety was assessed and con-
firmed via numerical simulations of RF power distribution and temperaturemeasurements on a phantommodel,
building on the limited existing literature at ultra-high field. MRI data degradation effects due to the EEG system
were characterized via B0 and B1+ field mapping on a human volunteer, demonstrating important, although not
prohibitive, B1 disruption effects. With the optimized setup, simultaneous EEG–fMRI acquisitions were per-
formed on 5 healthy volunteers undergoing two visual paradigms: an eyes-open/eyes-closed task, and a visual
evoked potential (VEP) paradigm using reversing-checkerboard stimulation. EEG data exhibited clear occipital
alpha modulation and average VEPs, respectively, with concomitant BOLD signal changes. On a single-trial
level, alpha power variations could be observed with relative confidence on all trials; VEP detection was more
limited, although statistically significant responses could be detected inmore than 50% of trials for every subject.
Overall, we conclude that the proposed setup is well suited for simultaneous EEG–fMRI at 7 T.

© 2014 Elsevier Inc. All rights reserved.
Introduction

Scalp electroencephalography (EEG) (Niedermeyer and Lopes da
Silva, 2005) and functionalmagnetic resonance imaging (fMRI), typical-
ly based on the blood oxygenation level-dependent (BOLD) contrast
(Ogawa et al., 1990), are remarkably complementary approaches to
study brain function, which has motivated intense efforts towards
their combination (Laufs, 2012; Jorge et al., 2013). While EEG and
nd Metabolic Imaging, LIFMET-
ausanne, CH-1015 Lausanne,
fMRI can be acquired in separate sessions, and later combined for anal-
ysis, simultaneous acquisitions are essential when the features of inter-
est cannot be externally controlled, as in epilepsy (Seeck et al., 1998;
Gotman and Pittau, 2011), resting-state activity (Goldman et al., 2002;
Britz et al., 2010) and trial-by-trial fluctuations in event-related studies
(Scheeringa et al., 2011). Simultaneous acquisitions also avoid differ-
ences in spurious stimuli (Novitski et al., 2003), training or habituation
effects (Debener et al., 2002) and other differences in subject perfor-
mance (Boly et al., 2007). Considering fMRI, it is well known that a
stronger static field B0 results both in increased magnetization and in
an accentuated BOLD effect, leading to super-linear gains in functional
sensitivity (Turner et al., 1993; van der Zwaag et al., 2009). As a result,
in recent years, fMRI studies conducted at ultra-high field have achieved
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sub-millimeter spatial resolution (Yacoub et al., 2008), and higher field
strengths continue to be pursued (Deelchand et al., 2010; Duyn, 2012).
These benefits have likewise made simultaneous EEG–fMRI at ultra-
high field an increasingly attractive combination (Neuner et al., 2013).

Unfortunately, simultaneous EEG–fMRI is subject to highly undesir-
able interactions between the two modalities, which can compromise
data quality and raise concerns on subject safety. Safety concerns arise
from the possible generation of electric currents along the EEG wires
and through biological tissues, induced by the fast-switchingMRI gradi-
ents or radio-frequency (RF) pulses (Dempsey and Condon, 2001). Ad-
ditionally, the presence of the conductive EEG materials may alter the
transmit B1 field (B1

+) distribution across the head, introducing
unpredicted local changes in specific absorption rate (SAR) (Angelone
et al., 2004). At 7 T, RF pulse wavelengths become smaller than the typ-
ical sample size, greatly increasing the risk of resonant antenna effects
along the EEG leads (Dempsey et al., 2001) and creatingmore heteroge-
neous B1 distributions (Eggenschwiler et al., 2012). The inclusion of
current-limiting resistors in the electrodes (Lemieux et al., 1997) and
a careful selection of low-SAR MRI sequences (Noth et al., 2012) have
been central to minimizing risks of injury. Temperature measurements
in phantoms and humans help assessing the magnitude of heating ef-
fects (Lazeyras et al., 2001), and electromagnetic (EM) simulations pro-
vide high-resolution estimates of the SAR distribution across the head
(Angelone et al., 2006).

In addition to safety concerns, simultaneous recordings from both
modalities can be affected by severe artifacts, many of which are field
strength-dependent. On the one hand, the presence of EEG materials
can lead to MR image degradation via two mechanisms: (i) magnetic
susceptibility effects between the head tissues and the EEG compo-
nents, causing localized signal drops and geometric distortions
(Krakow et al., 2000), and (ii) B1 disruption or shielding effects caused
by the EEG materials, leading to signal-to-noise ratio (SNR) losses.
Both mechanisms are field strength-dependent (Mullinger et al.,
2008b).Withmodern EEG configurations, however, even themore con-
ventional silver- or copper-based systems have been found to have an
acceptable impact on fMRI data quality at fields up to 3 T (Bonmassar
et al., 2001; Lazeyras et al., 2001). It has further been proposed that tem-
poral SNR in fMRI is relatively well-preserved because physiological
noise is also reducedwith the overall signal loss (Luo and Glover, 2012).

On the EEG side, MRI-induced artifacts are essentially generated by
magnetic induction (Yan et al., 2009). The strongest contributions are
usually due to theMRI gradients (Allen et al., 2000), followed by various
effects related to the cardiac cycle, altogether known as pulse artifacts
(Allen et al., 1998; Mullinger et al., 2013), as well as head rotations in
B0, and vibrations propagated from the scanner Helium (He) coldheads
(Mullinger et al., 2008a) and ventilation systems (Nierhaus et al., 2013).
All these effects scale with B0 via their dependence on Faraday's law,
with previously less relevant contributions assuming major roles in
data degradation at 7 T (Mullinger et al., 2008a). The pulse artifact has
been shown to increase with field strength not only in amplitude but
also in spatial variability (Debener et al., 2008). Gradient artifacts de-
pend more directly on slew-rates than on B0 itself, but since spatial res-
olution is typically higher, slew-rates tend to be pushed as well to
quickly achieve the necessary gradient strengths. EEG artifacts can sur-
pass the patterns of interest by several orders of magnitude, and have
thus motivated remarkable efforts towards their minimization, both at
the level of data acquisition and data analysis (Grouiller et al., 2007;
Masterton et al., 2007; Mullinger and Bowtell, 2011).

While EEG noise correction algorithms are currently indispensable,
reducing noise contributions during acquisition is undoubtedly the
most desirable way to improve data quality, especially at ultra-high
field. This can be done, for instance, by reducing the total areas formed
by electrode leads between each channel and the reference, thereby re-
ducingmagnetic induction effects. In this work, we assessed the impor-
tance of EEG cable length and geometry on noise sensitivity, at 7 T, at the
level of transmission between the cap and amplifiers. The benefits of
shorter signal chains have previously been observed at lower fields
(Assecondi et al., 2013), as has the importance of cable geometry
(Chowdhury et al., 2012). Here, on a phantommodel, the effects of dif-
ferent cable lengths and geometries on EEG recordingswere for the first
time assessed together, at 7 T, with specific attention given to He
coldhead contributions (Study I). An optimized EEG setup with ultra-
short bundled cables (approximately 12 cm from cap to amplifiers)
was implemented (Fig. 1), and a series of safety tests were conducted,
including EM simulations on a realistic headmodel and surface temper-
ature measurements on a phantom during SAR-intensive fMRI acquisi-
tion. The effects of the optimized setup on MRI data quality were also
extensively assessed in one volunteer (Study II). Finally, this setup
was employed for simultaneous EEG–fMRI acquisition on 5 healthy vol-
unteers under two visual paradigms: an eyes-open/eyes-closed task
and a visual evoked potential (VEP) run using reversing-checkerboard
stimulation (Study III).

Methods

MRI system

All measurements reported in this work were performed on an
actively-shieldedMagnetom 7 T head-only scanner (Siemens, Erlangen,
Germany), with ultra-short bore length (Magnex Scientific, Oxford, UK)
and 680mmbore diameter (Fig. 1a). The scannerwas equippedwith an
AC84 head gradient set (max. slew-rate 333 T/m/s) and a custom-built
8-channel transmit/receive loop head array (Rapid Biomedical, Rimpar,
Germany; Fig. 1c).

Optimized EEG setup

For study I, EEG data were acquired as described in the correspond-
ing EEG acquisition section. For study II and study III, an optimized ac-
quisition setup was used: EEG data were recorded using two 32-
channel BrainAmp MR Plus amplifiers (Brain Products, Munich,
Germany) and a customized BrainCap MRmodel (EasyCap, Herrsching,
Germany). The cap contained 64 Ag/AgCl ring-type electrodes
(“multitrodes”), arranged according to the international 10–20 system,
and was designed with shortened electrode leads terminating in two
connectors at approximately 1–3 cm from the cap surface (Fig. 1b).
Each copper electrode lead contained a 5kΩ resistor near the electrode
and another inside the connector. One of the 64 electrodes was placed
on the back of the subject for electrocardiogram (ECG) recording. The
cap connectorswere linked to the EEG amplifiers via two 12 cmbundled
cables (Fig. 1d). The two amplifiers rested on top of each other just out-
side the head array, on the RF gateway box (Fig. 1a). After bandpass fil-
tering (0.1–250 Hz) and digitization (0.5 μV resolution), the EEG signals
were transmitted to the control room via two fiber optic cables. EEG
sampling was performed at 5 kHz, synchronized with the scanner
10 MHz clock. In both phantom and human recordings, Abralyte gel
(EasyCap) was used to reduce electrode impedances. The scanner He
coldheads were kept in function at all times in both studies.

Study I: EEG cable noise contributions

This study assessed EEG noise sensitivity depending on the length
and geometry of the ribbon cables connecting the cap to the amplifiers.
EEG recordings were performed on an agar gel phantom, with no con-
current MRI acquisition. Patient ventilation, room and bore lights, and
the scanner host remained switched off at all times. Recordings were
performed both with and without the scanner coldheads in function.

EEG acquisition
In this study, EEG data were recorded using a single 32-channel

BrainAmp MR Plus amplifier connected via a ribbon cable to an MR-
compatible signal tester box. This signal tester, where each channel is
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Fig. 1. The custom EEG–fMRI setup developed in this work. a) A schematic representation of the custom setup, including the 7 Tmagnet (light grey), static field distribution (red), gradient
system (dark grey), custom EEG cap (grey, shown in detail in b)), short bundled cables (purple, shown in detail in d)), RF coil and gateway box (blue, shown in detail in c)), and EEG am-
plifiers (pink). e) Examples of the ribbon cable configurations tested for noise sensitivity in study I, which included three different sizes (100, 50 and 12 cm) and two different geometries
(flat and bundled). All components are shown with permission from the respective manufacturers.
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directly linked to the reference via a 5 kΩ resistor, was then tightly fixed
to the top (head side) of the phantom. This approach avoided the use of
an actual EEG cap, so as to capture strictly cable-related noise contribu-
tions. EEG signals were recorded for approximately 2 min for each con-
figuration, with a 500 Hz sampling frequency, a hardware bandpass
filter of 0.1–250Hz, and 0.5 μV amplitude resolution.

Cable configurations
A total of 6 different ribbon cables were tested, comprising 3 differ-

ent lengths (100, 50, and 12 cm) and 2 different geometries: (i) the typ-
ical flat ribbon configuration, with the reference channel running
approximately in the middle, and (ii) a bundled configuration where
all channels are tightly bunched together in a cylindrical shape
(Figs. 1d–e). For the shortest cable length (12 cm), the EEG amplifier
was placed on top of the RF coil gateway box; for longer cable lengths,
the amplifier was suspended on a wooden support mechanically isolat-
ed from the bed, maintaining a similar position relative to the central
axis of the scanner bore.

EEG data analysis
Following acquisitions, EEG noise contamination was assessed

and compared across different cable configurations. A qualitative
comparison relied on visual inspection of channel timecourses and
channel-averaged noise spectra, estimated via fast Fourier transform
over a 30 s period. For a quantitative comparison between configura-
tions, an average full-spectrum noise power estimate was computed
for each channel in each condition, based on the mean of the squared
signal over 30 s. These estimates were then statistically analyzed via a
3-way ANOVA, incorporating the factors of cable length, cable geometry,
and He coldhead state.

Study II: safety and MRI data quality

A series of tests were performed to evaluate the impact of the opti-
mized setup (12 cm bundled configuration) on subject safety and EEG
amplifier integrity, as well as its degrading effects on MR image quality.
During acquisitions, the patient ventilation system, room and bore
lights remained switched off at all times.

Electromagnetic simulations
EM simulations were performed to evaluate the impact of the

custom EEG setup on B1
+ and SAR distributions across the head, as
generated by the RF loop volume array used in this work. Themeasure-
ment setup was simulated with the finite difference time domain
(FDTD) package SEMCAD X (SPEAG, Zürich, Switzerland), using the re-
alistic humanmeshedmodel Duke from the Virtual Family (Christ et al.,
2010). For the RF coil, the copper strips of the loop array were modeled
as perfect electric conductors (PEC), with capacitors and voltage sources
inserted on each loop to ensure excitation of the circularly polarized
mode. EEG ring electrodes were designed as a set of 63 PEC loops, con-
nected to PEC leads via 5 kΩ resistors. The leads converged in 8 branches
towards the 2 connectors, standing approximately 2 cm above the scalp
(Fig. 2a). Wire branching and connector positions were modeled ac-
cording to the real cap (Fig. 1b), with specific care to ensure that no
wires/electrodes were in physical contact with each other or the skin.
Contact with the scalp was modeled with small cylinders mimicking
the Abralyte gel (Fig. 2b), with dielectric properties measured from a
real gel sample using a dielectric probe (SPEAG, Zürich, Switzerland).
The simulationmodelwasmeshed in anon-uniformgrid of approximate-
ly 8MCells, with voxeling steps ranging from 0.26 × 0.40 × 0.29 mm3 to
69 × 78 × 85mm3 (Fig. 2b). A harmonic excitation at 297.2MHzwas ap-
plied, and steady-state conditions were achieved within 30 periods of
simulation time. Perfectly matched layers in medium strength were
used at the edges of the FDTD domain. The resulting B1+ and SAR maps,
with and without the cap, were normalized to a 1 W delivered power
and exported to Matlab (Mathworks, Natick MA, USA) to be resampled
into a uniform grid.

Temperature measurements
Temperature monitoring was conducted on an agar gel phantom

contained in a realistic head shape, whichwas coveredwith an Abralyte
gel layer and fitted with the EEG cap. Measurements were performed
using a 4-channel fiber optic temperature sensor (Neoptix, Québec,
Canada), with two probes placed on electrodes AF8 and FT9 (directly
in the gel within the ring electrodes), one probe in between the two
EEG amplifiers, and another suspended from the head coil, above the
phantom, for reference. Temperature fluctuations were assessed during
a 16 min session where two fMRI runs were applied sequentially, for
8 min each: a sinusoidal gradient-echo (GE) EPI sequence (25 axial
slices, 1.5 × 1.5 × 1.5 mm3 spatial resolution with 1.5 mm interslice
gaps, TR/TE = 2000/25 ms, α = 78°, 69% of SAR limit), followed by a
spin-echo (SE) EPI sequence (20 slices, 1.5 × 1.5 × 1.5 mm3 resolution,
TR/TE = 5000/44 ms, α = 90°, 91% of SAR limit). The two runs were
separated by approximately 2 min, which included shimming and

image of Fig.�1
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Fig. 2. Computationalmodel developed for EM simulations assessing the impact of an EEG cap on B1+ and SAR distributions, using an 8-channel loop head array at 7 T. a) Geometricmodel
consisting of a realistic human head and a set of 65 ring electrodes, safety resistors and leads simulating the EEG cap used in this work; the wire branching was designed according to the
real cap, terminating in two connectors close to the head; the electrolyte gel and head array are not displayed. b) Voxel mesh obtained from the full geometric model, including the elec-
trolyte gel and head array.
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other adjustment procedures for the second run. No MRI acquisitions
had been performed on the scanner for several hours prior to this
session.

MRI data quality
In order to evaluateMR image degradation effects, one human volun-

teerwas scannedwith andwithout the EEG setup in place. For both cases,
a set of four sequences was applied: a GE-EPI volume (same parameters
as in the Temperature measurements) to assess fMRI image quality, a
GRE anatomical image (176 sagittal slices, 1.0 × 1.0 × 1.0 mm3 spatial
resolution, TR/TE = 6.5/2.8 ms, α = 4°), a GRE-based B0 field map
(30 slices, 3.0 × 3.0 × 3.0 mm3 resolution, TR/TE1/TE2 = 1050/4/5 ms,
α= 40°), and a SA2RAGE image (64 sagittal slices, 2.0 × 2.5 × 2.0 mm3

resolution, TR/TE = 2400/1.4 ms, TI1/TI2 = 65/1800 ms, α1/α2 =
4°/11°) for B1+ fieldmapping (Eggenschwiler et al., 2012). When present,
the EEG setup was kept operating similarly to a normal recording.

Data quality assessment and comparison were performed through
direct visual inspection, and additionally, for functional and anatomical
images, through the estimation of SNR losses. Spatial SNRwas estimated
as the mean amplitude in a specific region within the head divided by
the standard deviation of signal amplitudes outside the head (avoiding
areas potentially affected by Nyquist ghosting). Two head regions were
considered: one comprising more inferior areas not visibly affected by
accentuated signal drops, for a generalmeasure of SNR loss, and another
comprisingmore superior regions affected by pronounced signal losses.
Given the importance of temporal, rather than spatial SNR for fMRI (Luo
and Glover, 2012), temporal SNR values were obtained from the fMRI
data acquired during VEP runs, with concurrent EEG acquisition
(described in detail in Study III: simultaneous acquisitions in humans),
and compared to values from an fMRI-only dataset. Due to time con-
straints, this second dataset was acquired from a different subject
group (N = 4, similar age range), using the same MRI setup and se-
quence parameters. For each subject run, temporal SNR was calculated
for each voxel as the mean timecourse amplitude divided by the
timecourse standard deviation, and then averaged within a frontal
white matter region (7 × 7 × 7 voxels) not affected by accentuated sig-
nal loss. All estimated spatial and temporal SNR values were above 10,
and therefore a compensation for the Rician distribution of the noise
was not necessary (Triantafyllou et al., 2005). The effect of GRAPPA
acceleration on background noise was present, but similar on both
conditions.

Study III: simultaneous acquisitions in humans

Human tests comprised the final stage of this work, intended to as-
sess BOLD and EEG data quality using the optimized setup, particularly
in terms of functional sensitivity and potential use for single-trial stud-
ies. Five healthymale volunteers (20 ± 2 years old) participated in this
study, having provided written informed consent. The study had been
previously approved by the institutional review board of the local ethics
committee. Due to time constraints, one of the volunteers did not un-
dergo the eyes-open/eyes-closed run.

Functional paradigms
Volunteers underwent two functional runs: (i) an eyes-open/eyes-

closed run mediated by auditory cues, and (ii) a VEP run applying
reduced-field reversing-checkerboard stimuli. The eyes-open/closed
run comprised eight blocks of 15 s eyes-closed followed by 15 s eyes-
open periods. Instructions were given to the subjects from the control
room via the patient communication system, with the room lights
kept ON throughout the experiment. For the VEP run, checkerboards
were presented during eight 10s blocks at a reversal frequency of 4Hz
(totaling 39 reversals per block), followed by 20s of rest (fixation). A
red cross was shown at the center of the field of view (FOV) at all
times, with slight shifts in color occurring twice per block at random
time delays. Subjects were instructed to remain focused on the cross
and report color shifts via a button press. Checkerboards were present-
ed at 50% contrast, maintaining an equivalent average luminance to the
rest periods. The stimulation FOV was limited to approximately 7°, a
fairly selective central-field stimulus (ACNS, 2006). This was both due
to technical limitations (the images were projected from the back of
the bore, with the EEG amplifiers partially obstructing the FOV), and in-
tentionally in order to assess sensitivity for a weaker stimulus, especial-
ly on a single-trial scale. As the stimulationwas performed using an LCD
projector, a StimTracker box (Cedrus Corporation, San Pedro CA, USA)
equipped with a photodiode sensor was used to record the precise
timing of checkerboard reversals. Room lights were kept OFF for this
run. The two 4-minute runs were presented in counter-balanced order
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across subjects, separated by a short pause for communication with the
subject and pre-scanning adjustments.

EEG–fMRI acquisition
Simultaneous acquisitions were performed with the optimized EEG

setup described in the Optimized EEG setup section, and the GE-EPI se-
quence described in the Temperature measurements section, this time
with only 5% interslice gaps. The EPI volume slab was placed in an
axial–oblique orientation fit to contain as much of the primary visual
cortex as possible. Volume triggers were received from the scanner at
the start of each EPI volume and recorded along with the EEG traces.
Bore lights and the patient ventilation system were kept OFF through-
out the sessions, with no discomfort reported by the subjects.

EEG data analysis
Data analysis was performed in Matlab using routines developed

in-house. For each run, based on the recorded volume triggers, slice
triggers were produced by splitting each volume interval in 25 equal
segments. The resulting slice triggerswere then fine-tuned bymaximiz-
ing inter-slice correlations, in a 10×-upsampled EEG channel (Niazy
et al., 2005). Gradient artifacts were then corrected slice-by-slice via av-
erage artifact subtraction (AAS) and optimal basis set (OBS) techniques
(Allen et al., 2000; Niazy et al., 2005). For AAS, each slicewas subtracted
of an average over 50 slice samples (25 from the preceding and 25 from
the following slices), with randomly-jittered steps of 4–6 slices separat-
ing the selected samples. With this spacing, the samples selected for av-
eraging were thus spread over a period of approximately 20 s (250
slices) centered on the slice to be corrected. Step jittering was applied
to mitigate the removal of EEG activity of interest, especially for VEP
data, where stimulation (250 ms period) was phase-locked with slice
acquisition (80 ms) every 25 slices. Furthermore, the LCD projector
used for checkerboard presentation had a variable delay of 0–17 ms
(whichwasmonitoredwith a photodiode for VEP triggering), providing
an additional jitter to the acquisition–stimulation timing relationship.
Cardiac triggers were estimated from the ECG channel and fine-tuned
by another correlation–maximization approach, using a combination
of EEG channels where pulse artifacts were most prominent. Based on
these triggers, pulse artifacts were reduced via OBS, using the 3–5
most important principal components, depending on the stability of
this artifact throughout each run. Data were then downsampled to
500 Hz, and bad channels were identified (1–5 per dataset) and re-
placed by weighted averages of 3–4 neighboring electrodes. For the
eyes-open/closed run, datawere re-referenced to the average reference,
decomposed via independent component analysis (ICA), and then re-
constructed by manual selection of the components exhibiting differ-
ences in alpha power (8–12 Hz) between eyes-open and eyes-closed
conditions. For the VEP run, data were bandpass filtered to 4–30 Hz,
re-referenced to the average reference, and decomposed via ICA. The
datasets were then reconstructed by manual selection of components
displaying non-artifactual, potentially VEP-related dynamics, based on
their topography, trial average response and trial-by-trial variability
(Arrubla et al., 2013; Neuner et al., 2014). Component selection was al-
ways performed by the same operator, using similar criteria.

fMRI data analysis
Data analysis was performed using custom routines implemented in

Matlab. For both runs, fMRI data underwent motion correction, slice-
timing adjustments, brain segmentation, spatial smoothing (2 mm
FWHM) and temporal de-trending (Smith et al., 2004). The datasets
were then analyzed voxel by voxel with a general linear model (GLM)
approach (Worsley and Friston, 1995). Here, a “boxcar” timecourse
was designed for each experiment (1's during eyes-closed periods and
0's during eyes-open periods, for the eyes-open/closed run, and 1's
during checkerboard stimulation and 0's during fixation, for the VEP
run). These binary timecourses were then convolved with a (double-
gamma) canonical hemodynamic response function. Motion parameters
were also included in all models as confounds.

Results

Study I: EEG cable noise contributions

Based on preliminary tests, the scanner electronic hardware, room
and bore lights, and host computer were found to have a negligible ef-
fect on EEG signal quality. The patient ventilation system produced rel-
evant noise contributions at frequencies below 30 Hz, but could be
switched off throughout all recordings without relevant consequences.
With the scanner coldheads in function, using a 100 cm conventional
(flat) ribbon cable, most EEG channels clearly displayed a stationary
noise pattern of high frequency oscillations, with a fundamental period
of approximately 1 s (Fig. 3, left). This pattern disappeared upon
switching off the coldheads. In the setup used for this study, channel
numbers were attributed in sequence according to the position of
eachwire lane running along the cable, with the reference channel run-
ning approximately in the middle (between channels 16 and 17, and
most distant from channels 1 and 32). A progressive increase in noise
amplitude was clearly seen for channels running farther away from
the reference, as would be expected from an artifact generated by mag-
netic induction. This trend was quantified by computing full-spectrum
noise power estimates for each channel and then comparing these
values with results obtained with a similar configuration but using a
bundled cable (Fig. 3, right). The dependence of channel noise power
on the distance to the reference was evident for the flat type, but be-
came greatly attenuated in the bundled configuration.Over all channels,
for this cable length of 100 cm, the bundled type yielded a reduction of
58% in channel-averaged total noise power, and an 81% reduction in
inter-channel noise power variability.

To compare the different cables tested, channel-averaged noise
spectra were computed for each configuration. Different cable lengths
and geometries displayed distinct overall power amplitudes, along
with some differences in spectral distribution (Supplementary Fig. 1).
The scanner coldheads showed a major impact on noise amplitudes in
the range of 20 up to 150 Hz, producing a considerable fraction of
total noise power. The source(s) of the remaining noise could not be ex-
perimentally identified, but were confirmed not to be caused by the pa-
tient ventilation system, room or bore lights, scanner hardware or the
host computer.

For a quantitative comparison between cable configurations, a full-
spectrum noise power estimate was computed for each channel in
each condition. Channel-averaged results are presented in Fig. 4. The in-
fluence of cable length and geometry on noise power was found highly
statistically significant, as was the impact of coldhead contributions (all
3 effects with p b 0.01). Over all tested lengths, bundled cables yielded
reductions of 0.2–69% in total noise power relative to flat cables, with
the coldheads switched OFF, and of 43–63% with the coldheads ON.
Inter-channel variability was reduced by 18–88% with the coldheads
OFF and by 47–81% with the coldheads ONwhen using bundled cables.
Conversely, over the two geometry types, shortening from 100 to 12 cm
yielded reductions of 44–70% in total noise power with the coldheads
OFF and of 58–62% with the coldheads ON. Inter-channel variability
was reduced by 59–83% with the coldheads OFF and by 52–63% with
the coldheads ON, through cable shortening. Overall, the combination
of cable bundling and shortening (from 100 to 12 cm) led to a reduction
of 84% in total noise power and of 91% in inter-channel noise power var-
iability, with the coldheads in function.

Study II: safety and MRI data quality

Electromagnetic simulations
To assess the impact of the custom EEG cap on B1+ and SAR distribu-

tions across the head, EM simulations performed with and without the
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cap in place were compared (Fig. 5). The presence of the EEG materials
led to a general loss in B1+ amplitude—approximately 8.0% over the head
region. The general properties of the field distribution, with higher am-
plitude in the center and in occipital regions, were roughly maintained
with the inclusion of the EEG cap. Nevertheless, a number of local,
more accentuated effects were observed in superior regions, mostly
restricted to the scalp, especially in the vicinity of EEG leads (Fig. 5,
arrow 1). These local effects included bothfield decreases and increases,
in some voxels up to 1.7× the nominal flip angle. SAR maps (averaged
over 10 g of tissue) expressed similar trends, with the introduction of
the EEG cap leading to an overall decrease of approximately 7.9% over
thewhole head. A few local increases could be observed in superior–an-
terior regions, close to the skin (Fig. 5, arrow 2), pushing the peak 10 g-
average SAR value from 0.39W/Kg without EEG to 0.43 W/Kg with the
cap (normalized to 1 W power).
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The validity of the EM simulations was assessed by comparing the
estimated B1

+ maps with real measurements performed on a human
subject, with and without the EEG cap in place, as described in the
MRI data quality section (Fig. 6). In general, the in vivo measurements
exhibited similar field distributions to the simulated maps, with higher
B1+ in the center andoccipital regions, and a 12.8% overall decrease in B1+

strength upon introduction of the EEG cap. Local B1+ deviations occur-
ring closer to the skin effectively differed in location and shape, but
expressed similar intensity variations, with in vivo measurements
showing decreases down to near-complete B1

+ loss and increases up
to approximately 1.8× the nominal flip angle.

Temperature measurements
Complementary to EM simulations, local heating effects due to the

EEG system were assessed by temperature monitoring on a phantom
during a GE-EPI followed by a spin-echo EPI acquisition. During both
8 min runs, no significant temperature increases were found in any of
the monitored locations apart from the EEG amplifiers (Supplementary
Fig. 2). In the reference probe suspended above the phantom, tempera-
ture increased from 19.7 to 20.0 °C in the GE run and then up to 20.3 °C
during the SE run. The 2 probes placed on EEG electrode sites exhibited
similar trends, at slightly lower temperatures, with total increases
below 1 °C—on AF8, temperature rose from 18.2 to 18.7 °C (GE) and
then up to 19.1 °C (SE); FT9 showed an increase from 17.8 to 18.1 °C
(GE) and then up to 18.4 °C (SE). The sensor placed on the EEG ampli-
fiers did measure stronger heating effects: from 21.4 to 25.8 °C in the
GE run, and then up to 27.9 °C during the SE run.

MRI data quality
The impact of the EEG system on MRI data quality for a human sub-

ject was assessed in functional and anatomical images acquired with
and without the EEG system, and its underlying mechanisms were in-
vestigated via B0 and B1

+ mapping (Fig. 6). Both functional (GE-EPI)
and anatomical (GRE) images exhibited general losses in spatial SNR
of approximately 37% and 29%, respectively. Central-superior regions
were particularly affected (arrows 1–2 in Fig. 6), with SNR losses rising
to 62% (functional) and 44% (anatomical) in the top-most axial slices. In
the fMRI datasets, on average across subjects, white matter temporal
SNR values decreased from 22 ± 1 in fMRI-only runs to 17 ± 1 in
EEG–fMRI runs, corresponding to an average loss of 23 ± 6%.

Regardingfieldmapping results,with the EEG system in place, the B0
distribution did evince a number of local inhomogeneities along the
scalp (arrow 3 in Fig. 6), likely corresponding to individual electrodes
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and gel. However, these inhomogeneities were in general limited to
extra-cerebral tissue, whereas in the brain the B0 distribution remained
comparable to the no-EEG situation. This is in agreement with the ob-
servation that no geometric deformations were found in GE-EPI or
GRE images with the introduction of the EEG cap. In contrast, B1+ maps
evinced clear differences between the two conditions, including both a
general 12.8% loss in amplitude over the whole head and a number of
more accentuated local effects (arrow 4 in Fig. 6), as predicted by the
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any unusual skin heating effects. Likewise, the EEG amplifiers operated
normally throughout all runs, without heating-related impairments.

EEG data
Gradient and pulse artifact correction steps produced strong chang-

es on the original data (Supplementary Fig. 3). Across all subjects and
paradigms, full-spectrum (1–250 Hz) EEG power was reduced by
99.6 ± 0.1% with AAS-based gradient artifact correction, subsequently
by 1.9 ± 0.4% with OBS-based residual gradient artifact correction,
and finally by 64.3 ± 5.9% with OBS-based pulse artifact correction
(each reduction estimated relative to the data from the preceding cor-
rection step). Following ICA decomposition, 5–7 sources per subject
were selected as relevant from the eyes-open/closed data, and 4–6
sources were selected from the VEP data (Supplementary Figs. 4 and
5). The ICA-reconstructed EEG data from the eyes-open/closed run re-
vealed accentuated alpha modulation in occipital channels (Fig. 7a).
Alpha power increases could be clearly observed in single-channel
timecourses during most of the eyes-closed blocks, compared to eyes-
open periods (Fig. 7b). The 4th subject did not show any task-related
alpha power variations, consistent with the absence of any significant
task-related BOLD signal changes (data not shown).

For the VEP run, all 5 subjects exhibited an average response in oc-
cipital regions dominated by a positive peak occurring approximately
100 ms after stimulus onset (checkerboard reversal), commonly
known as the P100 component (Bonmassar et al., 1999; Mahajan and
McArthur, 2012). Over the scalp, the P100 peak reflected an anterior–
posterior dipole (Fig. 8a), dominating the average global field power
(GFP) response at the same latency (Fig. 8b), in good agreement with
previous reports (Skrandies, 2005). On a single-trial scale, occipital re-
sponses were considerably noisier, with only a moderate fraction of
the trials exhibiting a clear response pattern consistentwith the average
VEP (Fig. 8c). Nevertheless, a trial-by-trial regression analysis using a
2-regressor model, comprising the average VEP and its temporal deriv-
ative (to allow for variability in visual response latencies), showed that
statistically significant responses (p b 0.05) were found in 164–177
trials out of 312 for this group of 5 subjects.

fMRI data
In the eyes-open/closed run, statistically significant negative BOLD

signal changes were detected for eyes-closed periods in occipital
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regions in the same 3 out of 4 subjects showing significant EEG re-
sponses (Fig. 9a). Across these subjects, average Z-scores within signif-
icantly active regions (Z b −3.5) ranged from −5.6 to −4.4, with
percent signal changes of −3.9% to −3.7%. Peak Z-scores ranged from
−11.1 to−9.4. For theVEP run (Fig. 9b), statistically significant positive
signal changes, correlated with checkerboard stimulation periods, were
detected in occipital regions for all 5 subjects. Average Z-scores within
significantly active regions (Z N +3.5) ranged from +4.9 to +5.2,
with percent signal changes of +3.0% to +3.8%. Peak Z-scores ranged
from +10.4 to +13.5.

Discussion

The present work demonstrates clear benefits in EEG cable shorten-
ing and bundling for artifact prevention, at the level of signal transmis-
sion between collection (EEG cap) and amplification (after which the
signals are digitized). An optimized setup with ultra-short bundled
transmission cables was implemented and tested for simultaneous
EEG–fMRI, at 7 T. After assessing the impact of this setup on safety
and MRI data quality, simultaneous acquisitions were performed in a
group of 5 volunteers undergoing two visual paradigms, and the
resulting data were analyzed to assess trial-average and single-trial re-
sponse detection sensitivity.

EEG setup optimization

The noise measurements performed in study I provide clear insights
into the importance of EEG setup optimization. Consistent with previ-
ous studies (Mullinger et al., 2008a), the He coldheads were shown to
have a major impact on EEG recordings performed at 7 T, producing
the largest noise contributions in the absence of gradient, pulse, and
subject motion artifacts. Spanning a wide range of frequencies, well
within the relevant EEG domain, coldhead-related contributions exhib-
ited complex spectral profiles that are likely to depend on amultitude of
properties of the overall mechanical system linking the coldheads, EEG
amplifiers, patient bed and the patient itself. While these contributions
can be fully avoided by switching off the compression systems during
acquisition (Mullinger et al., 2008a; Ritter et al., 2010), this procedure
is simply not allowed in many clinical and research sites, and becomes
 2 Subject 3
e

150 200
e (s)

z

Alpha power increase

50 100 150 200
0

20

40

60

Time (s)

A
lp

ha
 p

ow
er

 (u
V2 )

Channel POz

0.0

1.8
(μV2)

3.6

0.0

7.1
(μV2)

14.1

k, as captured by EEG during simultaneous EEG–fMRI acquisitions. a) Average increases in
uctuations during the full run, in a relevant occipital channel (POz); grey-shaded intervals
re derived from the reconstructed EEG datasets following ICA decomposition and source

image of Fig.�7


Subject 1

L R

A

P

t = 98ms

Tr
ia

ls

Responses at POz

0 50 100 150 200
−2

−1

0

1

2

Time (ms)

V
E

P
 a

m
pl

itu
de

 (u
V

)

−2

−1

0

1

2

V
E

P
 a

m
pl

itu
de

 (u
V

)

All channels

0 50 100 150 200
0

0.2

0.4

0.6

Time (ms)

A
m

pl
itu

de
 (u

V
) GFP

Subject 3
t = 97ms

Responses at POz

0 50 100 150 200
−2

−1

0

1

2

Time (ms)

V
E

P
 a

m
pl

itu
de

 (u
V

)

−2

−1

0

1

2

V
E

P
 a

m
pl

itu
de

 (u
V

)

All channels

0 50 100 150 200
0

0.2

0.4

0.6

Time (ms)

A
m

pl
itu

de
 (u

V
) GFP

Subject 4
t = 102ms

Responses at Oz

0 50 100 150 200
−2

−1

0

1

2

Time (ms)

V
E

P
 a

m
pl

itu
de

 (u
V

)

−2

−1

0

1

2

V
E

P
 a

m
pl

itu
de

 (u
V

)

All channels

0 50 100 150 200
0

0.2

0.4

0.6

Time (ms)

A
m

pl
itu

de
 (u

V
) GFP

−1 μV

  0 μV

+1 μV

a)

b)

c)

(o
rd

er
ed

 b
y 

co
rr

. w
/ a

ve
ra

ge
)

Tr
ia

ls
(o

rd
er

ed
 b

y 
co

rr
. w

/ a
ve

ra
ge

)

Tr
ia

ls
(o

rd
er

ed
 b

y 
co

rr
. w

/ a
ve

ra
ge

)

Fig. 8. Responses to reduced-field reversing checkerboard stimulation in 3 human volunteers, as captured by EEG during simultaneous EEG–fMRI acquisitions. a) Scalp potential maps at
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increasingly prohibitive as He availability decreases worldwide (Nuttall
et al., 2012).

While initial developments have been presented to reduce vibration-
related artifacts via post-acquisition data analysis (Rothlubbers et al.,
2013), these approaches remain largely unexplored. Notably low
coldhead-related contributions have been reported for a 9.4 T human
scanner in which the coldheads are mounted on extended turrets and
not directly on themagnet vessel (Neuner et al., 2013). While highly ad-
vantageous, this configuration is currently also rather unique. In this
work, we directed our focus to the EEG acquisition system. The clear de-
pendence of noise power on channel loop areas (Fig. 3) provided yet an-
other indication that magnetic induction is the fundamental mechanism
mediating coldhead-related noise propagation, and possibly of other
environment sources. By reducing loop areas along the EEG transmission
cables, significant improvements in signal qualitywere achieved through
relatively simple modifications, which are inexpensive compared to the
long-term costs of scanning with the coldheads switched off, or even
modifying their placement. Furthermore, although not directly assessed
in this work, gradient artifacts and a part of pulse artifacts are likewise
strongly thought to be caused by magnetic induction effects on the EEG
wire loops (Allen et al., 1998, 2000; Chowdhury et al., 2012; Mullinger
et al., 2013). As such, cable bundling is also likely to have significantly re-
duced the impact of these important noise sources at the level of EEG
transmission cables. The effects of cable shortening, while probably
also favorable for pulse artifact reduction, aremore complex for gradient
artifacts, as longer cables may in some scanners reach a point where the
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gradient profile has become inverted, and thus benefit to some extent
from flux cancellation effects.

Naturally, given the site-specificity of vibration-related noise contri-
butions, the results obtained in study I cannot be directly translated to
other EEG–fMRI setups, which may differ in coldhead configuration,
scanner and patient bed architecture, B0 field distribution, and even sur-
rounding equipment that may propagate vibrations to the scanner
room. Likewise, the variations seen within this study are likely to have
been affected not only by differences in cable length and geometry but
also by properties such as stiffness and mass (for example, bundled ca-
bles tended to be stiffer than flat cables). This may explain some of the
differences in spectral distribution (apart from overall power) observed
for different cable configurations (Supplementary Fig. 1). Another as-
pect of great importance is the extent to which the EEG setup can actu-
ally be shortened without affecting the operation of the amplifiers. In
this work, using shielded amplifiers and a head-only MRI system,
equippedwith short gradients and a Tx/Rxhead RF array, itwas possible
to conduct simultaneous acquisitions at 7 T with the amplifiers placed
just outside the RF coil, even with spin-echo EPI. While the B0 field ex-
tent does not significantly influence amplifier heating, and many imag-
ing centers are equipped with head Tx/Rx arrays for imaging, short
gradients are less common and may play an important role in this
setup—although the EEG amplifiers were actually positioned already in-
side the gradient region (Fig. 1). In general, it is likely that each particu-
lar EEG–MRI system configurationwill require specific cable shortening
tests prior to human studies, with gradual amplifier repositioning, or
gradual increases in gradient slew-rates and RF power.

Finally, it is important to note that the noise reductions reported in
thepresent study,while considerably large, are ascribed only to the con-
tributions arising from the cables themselves. Loop areas formed by the
leads on the cap surface remain at play and will still contribute to noise.
Nonetheless, minimizing cable contributions is an important achieve-
ment by itself, as well as a potentially valuable step to improve the va-
lidity of various noise modeling and correction approaches already
proposed in the literature, which focus mainly on the cap and assume
negligible contributions from the following connection cables
(Masterton et al., 2007; Yan et al., 2010).

Safety and MRI data quality

Given the interactions that can occur between EEGmaterials and RF
(Lemieux et al., 1997), subject safety has always been a major point of
concernwith simultaneous EEG–fMRI (Laufs, 2012).While safety guide-
lines do exist, the pursuit of increasingly higher field strengths, higher
EEG channel densities, and various custom modifications (coil designs,
MR sequences), has continuously demanded site-specific safety assess-
ments for setup validation. Temperature measurements in phantoms
and humans have been extensively adopted for this purpose (Lemieux
et al., 1997; Lazeyras et al., 2001; Mullinger et al., 2008a). While useful
and practical, these tests are limited in spatial coverage, and cannot as-
sess local SAR variations occurring in vivowithin the brain. As a valuable
complement, EM simulations using realistic headmodels allow the esti-
mation of high-resolution SAR distributions across the head, but only a
small number of studies have presented results from such approaches
(Angelone et al., 2004, 2006).

In this study, we relied on both EM simulations and surface temper-
ature measurements for safety assessment, with neither approach rais-
ing any significant concerns. The introduction of the EEG cap led to a
small overall decrease in SAR, which is in fact contrasting with results
from previous simulations conducted at 7 T, reporting overall increases
around 32% (Angelone et al., 2006). This may be related to various dif-
ferences existing between the two models, including electrode density,
lead geometry, RF coil configuration, and the electromagnetic proper-
ties of the human model. In our particular implementation, a number
of areas exhibiting SAR increases did appear with the introduction of
the EEG cap (Fig. 5), notably in skin/skull regions, but the overall
range of the SAR distribution remained practically unaltered. Regarding
the temperature measurements, the fluctuations observed in EEG
electrodes over the two 8-minute acquisitions where below 1 °C, in
good agreement with previous reports at 7 T (Angelone et al., 2006;
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Mullinger et al., 2008a). Although our measurements were conducted
over a relatively short period, compared to a more common duration
of approximately 1 h for such sessions, the individual 8-minute runs
were comparable to typical fMRI runs, and there were no reasons to ex-
pect any significant changes in the observed trends for subsequent runs.
The EEG amplifiers did experience considerably larger temperature in-
creases (6.5 °C over 16 min), although it was not possible to conclude
how much of this heating was propagated from the RF gateway box
(on which the amplifiers were standing and which by itself warms up
during operation), or truly related to MR gradient or RF pulse effects.
In any case, despite this increase, the observed values were still well
within the normal operating range of the amplifiers (10–40 °C), thus
raising no cause for concern.

The functional (GE-EPI) and anatomical (GRE) images acquired for
data quality assessment (Fig. 6) evinced artifacts caused by the intro-
duction of the EEG system, notably an overall loss in spatial SNR and a
few accentuated drops localized in superior regions. Temporal SNR
losses were comparable to previous estimates at 7 T using a more stan-
dard EEG setup (Mullinger et al., 2008b), although here performed at a
higher spatial resolution. Importantly, although significant, the losses
observed in temporal SNR were considerably less severe than in spatial
SNR, in good agreement with previous theoretical and experimental
work (Luo and Glover, 2012), showing that functional information is
in fact less affected by the introduction of EEG equipment than anatom-
ical MR signals per se. Also in agreement with previous studies
(Bonmassar et al., 2001; Lazeyras et al., 2001; Mullinger et al., 2008b),
the B0 maps exhibited local susceptibility artifacts along the skin, likely
coinciding with EEG electrodes, but focal enough not to extend into ac-
tual brain regions, which remained largely unaffected in terms of B0 ho-
mogeneity. B1+maps, on the other hand, displayed clear alterations both
globally and in specific regions, which were largely coincident with the
more accentuated local SNR drops observed in functional and anatomi-
cal images. Overall, the results obtained in this study strengthen the
growing view that the properties of modern EEG caps have managed
to limit susceptibility artifacts to a satisfactory level, even at ultra-high
field (Krakow et al., 2000; Lazeyras et al., 2001). RF pulse disruption,
in contrast, stands as an important degradation effect that can signifi-
cantly reduce the available SNR, aswell as compromise the performance
of brain segmentation and other image processing steps (Mullinger
et al., 2008b). B1+ inhomogeneity is already by itself a topic of intense re-
search in ultra-high field MRI (Eggenschwiler et al., 2012). Aided by
dedicated setup improvements, such as novel electrode and lead mate-
rials (Vasios et al., 2006), it is likely that EEG-related B1+ degradation can
be satisfactorily reduced in the near future.

Simultaneous EEG–fMRI acquisitions

In addition to this work, only a handful of studies so far have con-
ducted simultaneous EEG–fMRI acquisitions in humans above 4 T
(Vasios et al., 2006;Mullinger et al., 2008a; Brookes et al., 2009). Follow-
ing prior safety assessments on phantom and numericalmodels, human
recordings proceeded without any indication of heating. Clear average
EEG responses were observed for most subjects over both eyes-open/
closed and VEP runs, coherent with the patterns expected for the re-
spective paradigms (Pfurtscheller and Lopes da Silva, 1999; Skrandies,
2005).

At a single-trial level, response detection sensitivity was consider-
ably different for the two runs: in the eyes-open/closed task, alpha
power variations could be clearly observed over most blocks in 3 of
the 4 subjects,while for theVEP runonly approximately half of the trials
in each run/subject exhibited statistically significant responses. These
discrepancies in sensitivity may be related to the nature of the elicited
responses: alpha power modulation via eyes-closing tasks is known to
be a strong and robust effect, which has been successfully observed at
fields up to 9.4 T (Neuner et al., 2014). In contrast, the checkerboard
stimuli used in this study were presented with a reduced FOV, likely
to elicit weaker responses which are harder to decouple from artifacts
and ongoing neuronal activity (ACNS, 2006). On the other hand, alpha
fluctuations occur at a frequency range (8–12 Hz) which was less con-
taminated by gradient and pulse artifact contributions, a factor which
may have also contributed to this difference. Also worthy of note, visual
stimulation in the VEP paradigm was phase-locked with slice acquisi-
tion every 25 slices, rendering gradient artifact correction potentially
more susceptible to remove VEP signal. This was addressed with a fairly
EEG-conservative AAS approach, using fixed gaps between averaged
slices of 400 ms to mitigate the reduction of correlated EEG activity
(Niazy et al., 2005), combined with random jittering to reduce phase
locking with the VEP. The adopted spacing in turn required averaging
over relatively large time windows (approximately 20 s), leading to a
certain compromise in adaptability to changes in the artifact profile.
This limitation was potentially relevant in cases where the artifact was
less stationary, such as due to frequent subjectmotion, although artifact
residuals were still further reduced by OBS and temporal bandpass fil-
tering, and were not found to be problematic in these data.

It is also important to note that the use of ICA for denoising in these
datasets, while undeniably valuable, can be compromised by the fact
that motion artifacts, including residual pulse artifacts and spontaneous
subject movements, are not truly stationary sources, especially at high
field (Debener et al., 2008), and thus may not be adequately separable
from true neuronal sources. Given the importance of response sensitiv-
ity at a single-trial level for simultaneous EEG–fMRI, it is desirable to
further explore this question in future work, for example by comparing
responses to checkerboards of different FOV/contrast, and exploring
alternative denoising techniques such as iterative ICA (Iyer and
Zouridakis, 2007), wavelet-based approaches (Quian Quiroga and
Garcia, 2003), or beamformer methodologies (Brookes et al., 2009).

Data from fMRI acquisitions exhibited clear responses in both func-
tional runs for all but one subject, with significant paradigm-related sig-
nal changes arising, as expected, in visual areas (Fig. 9). In the eyes-
open/closed run, the 4th subject showed neither task-related alpha
power variations nor BOLD signal changes, suggesting non-compliance
with the task. In general, the robustness of the elicited responses sug-
gests that the B1+ disruption effects observed in study II, while clearly re-
ducing image SNR in the parietal lobe, did not hinder BOLD sensitivity in
the occipital cortex. This discrepancy may be due to the distinct spatial
localization of the two regions, but may also be related to the inherent
differences between spatial SNR and functional sensitivity (temporal
SNR), as previously mentioned, especially given the importance of
signal-dependent physiological noise contributions at higher fields. In
any case, this outcome follows the trend observed in various other stud-
ies at lower fields, with diverse types of stimuli, reporting little to no ef-
fects of the presence of the EEG system on BOLD sensitivity (Bonmassar
et al., 2001; Lazeyras et al., 2001; Luo and Glover, 2012).

Conclusion

The results obtained in this work demonstrate important benefits of
careful optimization of the EEG signal chain for simultaneous EEG–fMRI.
Focusing on the transmission stage between the EEG cap and amplifiers,
we have confirmed that both cable shortening and bundling effectively
help reducing cable noise contributions to large extents. Under the con-
ditions of typical functional acquisitions, temperature measurements
and EM simulations did not raise any significant safety concerns for
the optimized setup. Regarding MRI data quality, we conclude that B1+

field disruption is currently the main cause of image degradation due
to EEG materials at 7 T, with susceptibility artifacts exerting only
minor effects in actual brain regions. Based on human recordings per-
formed under eyes-open/closed tasks and checkerboard stimulation,
we conclude that alpha-wave modulation, VEPs and the concomitant
BOLD signal changes can be detected with favorable sensitivity. Overall,
setup improvements such as those proposed in this work, together with
denoising approaches specifically tailored for simultaneous EEG–fMRI,
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steadily aid to bring this multimodal approach to satisfactory standards
of signal quality, robustness and sensitivity, allowing for the full exploit
of the benefits offered by high-field imaging.

Supplementary data to this article can be found online at http://dx.
doi.org/10.1016/j.neuroimage.2014.10.055.
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