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A miniature susceptometer has been developed that is small enough to fit inside clamp type
pressure cells. The design and performances of the device are described, as well as examples of
measurements possibly allowed. The susceptometer is comprised of 3 coils: a primary and a pair
of balanced secondaries for the pick-up coils. Measurement sensitivity is enhanced by minimiz-
ing the size of the coils choosing certain design and construction technique. Calibration work for
balancing the vacuum background signal is presented, as well as susceptibility measurements of
superconducting Pb and various paramagnetic salts. Upcoming use in clamp type pressure cell is
discussed.

I. INTRODUCTION

Experimental studies of materials under large hydro-
static pressure is a fine way to investigate their struc-
tural magnetic properties. High pressure conditions can
become particularly interesting when coupled with low
temperatures, where quantum nature critical phenom-
ena are likely to occur. Characterization of magnetic dif-
ferential susceptibility in such extreme conditions thus
represents an interesting tool, looking for peculiar, fully
quantum phenomena.
In that sense, new methods and tools for high pres-
sure, low temperature susceptibility measurements are
certainly welcomed, in the main perspective of enhanc-
ing measurements sensitivity. Motivations for choosing
the design of a miniature susceptometer have been well
described in [1], and are now recalled. Neat methods for
creating those high pressure conditions indeed have their
limitations in the small size available for sample, feature
of the low temperature cryostat devices such as He3−He4

dilution refrigerators. One of the methods [3] for reach-
ing the highest pressures, clamp type pressure cells, is yet
limited if using SQUID for measuring magnetic moment,
as the required non-magnetic materials for building the
cell do not tolerate pressures above 20 kbar. Another
possible method [2] for reaching pressures of order 100
kbar, the diamond-anvil cell, also has sensitivity limita-
tions due to the small sample to detection apparatus size
ratio in case of a pick-up coils standing outside the pres-
sure cell.
In this article, the alternative method for obtaining high
sensitivity proposed in [1] consisting of a primary and a
pair of balanced secondaries fitting inside the pressure
cell is further enquired. First some conceptual aspects
of AC susceptometers are briefly recalled, then our self-
made susceptometer is presented in details. Focus is put
on design, construction techniques and calibration for
cancelling the vacuum signal. Last, applications of the
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susceptometer in its final environnement is discussed.

II. APPARATUS

A. Recall on AC susceptometers

We first recall (for details, see [1]) some general con-
cepts for AC susceptometers. The voltage induced by a
uniform magnetic field of amplitude Hac at frequency ω,
in a secondary coil containing a sample with susceptibil-
ity χs is given by:

Vtotal = Vvac + Vs

= (1 + χsfs)NAµ0Hac sin(ωt) (1)

where N is the number of turns, A the cross section of the
coil, µ0 the permeability and fs a coupling constant with
the meaning of sample filled volume fraction. From this,
we see that the sample susceptibility χs can in principle
be found by suppressing the background vacuum signal
Vvac. This is done by oppositely connecting an empty
secondary to the one containing the sample, the response
of both of those necessarily as similar as possible. Fur-
thermore, the interpretation of fs factor as a sample/void
filling ratio, valid in the case of a long solenoidal coil, tells
us that it is desirable to have a coil with scale as close
as possible to the measured sample size. Here lies the
main favorable argument for the miniature susceptome-
ter design: maximizing the filling factor fs. However,
this formula will be mainly considered as a qualitative
motivation for our enquiry, since an absolute scale fit
giving the proportionality factor in Vsusc ∼ χs has not
been achieved up to now.

B. Design

A quite simple design for the susceptometer is chosen
as shown in Fig. 1. Indeed, focus is put on miniaturiza-
tion of the device to achieve high sensitivity. The primary
coil and the two secondaries are arranged concentrically,
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therefore below the resolution of the detection electronics. In

order to recover Vsample one may then balance Vvacuum with

the help of the signal of a further, counterwound, empty

secondary !S2". It should be emphasized that this approach
allows one also to compensate, in principle, signal contribu-

tions like those arising from the body of the pressure cell.

It is now straightforward to consider aspects of the sus-

ceptometer sensitivity. To perform a valid measurement with

an ac technique, excitation frequency and amplitude must be

chosen such that skin and eddy current effects remain negli-

gible. As a result, variations of #sample that may be resolved
are limited by the noise level of the detection electronics,

which is usually better than 1 nV/!Hz for state of the art
equipment. For example, excitation amplitudes of the order

10!3 A/m at frequencies of at most 100 Hz allow variations

of the susceptibility as small as 10!8 to be resolved. Whether

this limit is, however, reached depends foremost on the ef-

fective volume fraction f sample of the secondary filled by the

sample. If the secondary can be fitted very tightly around the

sample, the signal strength increases with the number of

turns, but remains limited for the corresponding increase of

coil volume. A good compromise for samples of a few mm3

would for instance be an 800–1000 turn secondary made of

50 $m wire. The equivalent filling factor f sample of such a

coil is readily larger than 0.1. In contrast, f sample of a second-

ary surrounding a miniature pressure cell of typically 15 mm

in diameter containing the same sample, is immediately three

to four orders of magnitude smaller. Working with even

smaller samples in, e.g., an anvil type pressure cell may im-

pose yet again several orders of magnitude of loss of signal

strength. The use of secondaries that are outside the pressure

cell thus represents a great sacrifice in sensitivity.

The rapid decrease of f sample for either decreasing sample

volume or an off-central sample position provides a method

of how to balance the secondaries and how to overcome

residual background signals. It is common to arrange the

secondaries as stacked pairs of essentially identical coils or

carefully adapted pairs of concentric coils. Equilibrium of

such pairs of secondaries up to 1 part in 104 may be achieved

by adjusting their numbers of turns. However, for an excita-

tion field generated with a miniature primary (P) the excita-

tion amplitude varies by several % across its volume. On the

level of the excitation amplitudes considered here one may

safely assume a linear response of the sample. As an addi-

tional method, the vacuum signal of the secondaries may

thus be equilibrated by making use of these small differ-

ences. In this article two ways to implement this idea are

described. In model B shown in Fig. 1, which is discussed in

detail, the vacuum signal of a stacked pair of secondaries is

balanced by changing their position within a miniature pri-

mary using a screw thread. As an alternative a split primary

in combination with a stacked pair of secondaries is de-

scribed in Fig. 1!C", controlling small gradients of the field
amplitude through adjustment of the excitation currents. Be-

sides these convenient ways to balance the vacuum signals of

the secondaries, a further advantage of a miniature primary

fitted inside the pressure cell is a significant reduction of

eddy current heating, which may otherwise limit work at

very low temperatures. Equilibrium to better than 1 part in

104, finally, is in general achieved by means of electronic

methods, such as adding a further externally generated signal

to that of the secondaries.

One may finally address the question of stray signals

arising from the residual magnetism of the pressure cell and

the effect of pressure on a miniature susceptometer fitted

inside a clamp cell. The discussion is simplified by viewing

FIG. 1. Cutaway view of the miniaturised ac susceptometers described in the text. In model A, the 650 turn primary (P) is located between a balanced pair

of secondaries !S1 and S2", all of which are wound on the former (F). The secondaries S1 and S2 have 950 and 450 turns, respectively. In model B the
position of the former (F), supporting the 800 turn secondaries !S1 and S2" may be adjusted inside the 500 turn primary (P) by means of a screw thread. This
mechanism allows one to anticipate pressure induced deviations of the balance of the secondaries. Model C has a split primary !P1 and P2" of 950 turns each
to allow generation of small, spatial variations of the excitation amplitude. The secondaries !S1 and S2" of 800 turns each are on a second former. All models
are wound of 50 $m Cu wire.
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FIG. 1: Scheme of a similar miniature susceptometer, with the
difference that in our case, all 3 coils have the same length,
and that all support has been removed. Our dimensions are
3 mm in length and 4 mm for outer radius, inner radius or
sample space is 1 mm.

the former being positionned inbetween the latter couple,
in order to allow modifications out the outer secondary
for calibration. An original idea for improving the ratio
fs is that the coils do not stand on any support; the whole
fixation is ensured by Stycast epoxy and the Teflon-made
supporting forms are removed after winding up of the
coils.
In such design, calibration can only be made prior to mea-
surements. The high simplicity of this structure can thus
have the disadvantage of being an ”all-or-nothing” type
of device, in the sense that a background defect observed
under experimental conditions cannot be corrected.

III. PERFORMANCE OF THE DEVICE

A. Calibration

From the simple concentrical design chosen, and as
previously mentioned, no in-time calibration is allowed.
Therefore, the best calibration is to be reached in am-
biant conditions (pressure, temperature), before testing
the stability of calibration in experiment conditions.
Calibration is made by modifying the outer secondary
(adding/removing turns to the last layer) until reaching
the best compensation, with the maximum precision of a
single turn. Testings of the background signal were made
in liquid Na and liquid He, ensuring similar temperature
scale with future experiments. The minimal background
signal was shown to be of order of magnitude comparable
to low susceptibility paramagnets (such as CuSO4). For
reference, a measurement in liquid Na (T ≈ 77K) gave:
UBG = 3.16 µV for an excitation I = 1 mA, ν = 1 kHz.
The imaginary part of the signal was found to be negligi-
ble here. Results given will generally be the direct signal
measured, in µV. These values can in principle be scaled
to give the AC susceptibility in SI units.

B. Application tests

Prior to the final application of the susceptometer,
measurements are performed at atmospheric pressure,
giving a first indication of the response signal of the
susceptometer.
A first simple test is made with superconducting Pb, and
the transition is observed through a signal jump towards
a large negative value corresponding to χSC = −1 [SI].
The observe critical temperature is Tc = 7.1 K giving
a satisfactory correspondance with the theorical value:
Tc = 7.2 K.
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FIG. 2: Linear dependance of the signal to excitation ampli-
tude and frequency, measured in liquid He (T ≈ 4.2 K) and
atmospheric pressure. The empty circles are the background
signal with negative value, while the crosses are CuSO4 and
the squares gadolinium-gallium garnet (GGG), both with
background signal substracted. Solid lines are the linear re-
gression for each series. For similar sample sizes and thus
similar fs, the slope is directly linked to the susceptibility.
CuSO4’s signal for susceptibility is thus comparable to the
background signal while GGG has a signal and thus suscep-
tibility about 7 times larger.

Another checking measurement is the dependance of
the signal in the excitation frequency ω and amplitude
UA (directly linked to the applied magnetic field ampli-
tude Hac) shown in Fig. 2(a) and Fig. 2(b) respectively.
The linear relation in those parameters expected from
equation 1 is well verified.

A cryostat with controlled temperature down to 2 K
then has been used for obtaining the temperature de-
pendance of the signal, for background and various other
materials. The temperature dependance of background
and a target material SrCu2(BO3)2 (SCBO) is shown in
Fig. 3. Evidence is found that the environnement gives
an important stray signal, dominating a possible signal
from the weakly paramagnetic material SCBO.
Comparison with background measurement in liquid He
(T ≈ 4.2 K) give a signal 3 times more important in
the temperature controlled environnement under similar
excitation, denoting an important stray signal and the
difficulty of further measurements in that environnement.

Our results have shown the existence of a small com-
plex part of the AC susceptibility. The meaning of these
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FIG. 3: Temperature dependance of the susceptibility signal
at atmospheric pressure. The circles denote the background
signal while the crosses are the measurements for SCBO. The
latter shows to have no difference with the simple background
measurement. The background measurement shows an im-
portant stray signal, increasing for decreasing temperatures
and becoming constant around 20 K.

out-of-phase characteristics is that of a dissipative re-
sponse to excitation and is not of interest for our AC
susceptibility considerations. It has shown to be system-
atic enough and close to the normal φ = π/2 in-phase
response, but further occurance of it may need a deeper
enquiry.

C. Further applications

With the elements of the previous sections in hand,
practical application of the device can now be consid-
ered. As originally mentioned, the interest of the device
lies in its use inside a clamp type pressure cell. A critical
question in order is whether signal contributions from the
body of the pressure cell will be important. While having
no control and no possible ”live-calibration” of the sus-
ceptometer, existence of stray signal can only be hoped

to be small and systematic enough to still allow mea-
surement of susceptibilities. This will be confirmed by
first making background measurements inside the pres-
sure cell simply at ambiant pressure. Another critical
effect can be the modification of fs with application of
pressure. Again, this effect is hard to control if existing,
but it has been discussed [1] to be generally negligible.

Various materials can be interesting to investigate un-
der high pressure. SrCu2(BO3)2 (SCBO) is one of the
materials with which a phase transition is expected for
P ≥ 10−12 kbar. The device may also be used for enquir-
ing the new iron pnictide Ba(Fe1−xCox)2As2, x = 0.08,
and namely enquiring the superconducting transition
temperature Tc as a function of pressure.

IV. DISCUSSION

Different testings of our miniature susceptometer have
been made, generally showing good results in expectation
of future real-condition applications in clamp type pres-
sure cells. Important stray signals have been observed
which need to be controlled, thus probably requiring the
use of a non-magnetic pressure cell. Some peculiar ef-
fects are observed in the dissipative, imaginary part of
the signal, but which have shown a sufficient systemacy
to be coped with.
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