Snapshot gradient-recalled echo-planar images of rat brains
at long echo time at 9.4 T
Hongxia Lei,a,b,⁎ Vladimir Mlynárika, Nathalie Justa,b, Rolf Gruettera,b,c

aLaboratory for Functional and Metabolic Imaging, Ecole Polytechnique Fédérale de Lausanne, CH 1015 Lausanne, Switzerland
bDepartment of Radiology, University of Lausanne, CH 1015 Lausanne, Switzerland
cDepartment of Radiology, University of Geneva, CH 1205 Geneva, Switzerland

Received 30 November 2007; accepted 14 January 2008

Abstract
With improved $B_0$ homogeneity along with satisfactory gradient performance at high magnetic fields, snapshot gradient-recalled echo-planar imaging (GRE-EPI) would perform at long echo times (TEs) on the order of $T_2^*$, which intrinsically allows obtaining strongly $T_2^*$-weighted images with embedded substantial anatomical details in ultrashort time. The aim of this study was to investigate the feasibility and quality of long TE snapshot GRE-EPI images of rat brain at 9.4 T. When compensating for $B_0$ inhomogeneities, especially second-order shim terms, a $200×200 \, \mu m^2$ in-plane resolution image was reproducibly obtained at long TE (>25 ms). The resulting coronal images at 30 ms had diminished geometric distortions and, thus, embedded substantial anatomical details. Concurrently with the very consistent stability, such GRE-EPI images should permit to resolve functional data not only with high specificity but also with substantial anatomical details, therefore allowing coregistration of the acquired functional data on the same image data set.

© 2008 Elsevier Inc. All rights reserved.

Keywords: Snapshot; Gradient-recalled echo-planar imaging; GRE-EPI; Rat brain; Long echo time; High field

1. Introduction
The significantly increased interest in rodent models for better understanding normal brain function and diseases drives demands for noninvasive methods. In vivo NMR allows noninvasively assessing brain metabolite concentrations, for example, neurochemical profile [1,2], cerebral blood flow [3,4], cerebral oxygen consumption rate [5] and cerebral glucose consumption rate [6–8]. Additionally, the capability of performing longitudinal studies and ultrashort acquisition times (such as EPI images) add to the uniqueness of in vivo NMR. With the recently increased interest in high magnetic field strength, the increased sensitivity allows to resolve physiological and pathological series, such as fMRI without averaging [9].

However, most fMRI studies at high fields remained challenging due to some limiting factors, such as gradient performance, eddy currents, $B_0$ inhomogeneities and magnetic susceptibility artifacts. Both $B_0$ inhomogeneities due to magnetic susceptibility effects become more pronounced in rodent brains. This could be mainly explained by magnetic susceptibility effects that increase with reduced organ size. Unlike in human brain, the locally generated field gradients in rodent brains, especially nonlinear contributions, amplify with the correlation to the increasing brain surface-to-volume ratio leading to severe magnetic susceptibility artifacts at high fields [10]. The lack of capability of improving nonlinear-order $B_0$ homogeneities might have contributed to the limitation of high-quality in vivo NMR applications at higher fields by magnetic susceptibility effects for rodent brain imaging. Therefore, most gradient-echo (GE) EPI-based fMRI studies on rodent brains at high field have been limited to short echo time (TE) applications, such as snapshot gradient-recalled echo-planar imaging (GRE-EPI) with comparable spatial resolution [11], interleaved GRE-EPI [12], segmented GRE-EPI [13] and spin echo (SE)-EPI [14,15].
In the past 10 years, it has been shown that improved performance in gradients and in conjunction with several automatic shimming methods [16–18], $B_0$ inhomogeneities including nonlinear terms at high fields can be eliminated, leading to high-quality spectroscopy in rat or mouse brains [1,2,19]. From these studies, a $T_2^* \sim 30$ ms was inferred from the achieved line width of the water signal of 10 Hz. It is well established that the maximal relative signal changes due to $T_2^*$ changes occur when TE=$T_2^*$ [20]. BOLD changes acquired at shorter TEs, for example, 10 ms, would thus result in \(\sim\)60% of the maximum BOLD change. In addition to a potentially improved BOLD signal, acquiring EPI with longer TEs furthermore allows the collection of single-shot images, with concomitant gains in speed and reliability, compared to segmented or interleaved approaches [12].

We took delivery of a 9.4-T scanner with gradient coils with virtually absent eddy currents and ultrastrong shim coils, which suggested that high-resolution EPI with TE close to $T_2^*$ was feasible. Therefore, the aim of the present study was to assess the feasibility and potential quality of high spatial resolution snapshot GRE-EPI images with long TE (~30 ms) of rodent brain at 9.4 T. A secondary aim was to evaluate the stability of GRE-EPI images for physiological studies.

2. Methods

2.1. Animals

All experiments were performed with approval from the local Animal Ethics Committee. Ten Sprague–Dawley male rats (Charles-River, France) with a mean weight of approximately 300 g were initially anesthetized under 5% isoflurane in oxygen (O$_2$) and then maintained at 1.5–2% administered through a nose cone. Thereafter, each animal was stereotaxically fixed with two ear pieces and a bite bar in a homemade holder, which ensured placement of the animal head close to the isocenter of the magnet. Throughout the entire experiment, the animal was simultaneously monitored for breathing and temperature through an MR-compatible monitor system (SA Instruments, Model 1025, Stony Brook, NY, USA) and rectal temperature was maintained at 38.0°C by circulating warm water.

2.2. MRI

MRI experiments were performed in an actively shielded 9.4-T/31-cm horizontal magnet (Varian/Magnex Scientific, UK), which has a $B_0$ drift less than 10 Hz/h. The magnet was equipped with an actively shielded 12-cm-diameter gradient (400 mT/m in 120 $\mu$s, Varian/Magnex Scientific) and custom-designed second-order shim coils with maximum strengths of $Z^2=5.3\times10^{-2}$ mT/cm$^2$, $YZ=1.2\times10^{-1}$ mT/cm$^2$, $XZ=1.2\times10^{-1}$ mT/cm$^2$, $XY=4.5\times10^{-2}$ mT/cm$^2$ and $X^2Y^2=4.2\times10^{-2}$ mT/cm$^2$ (Varian/Magnex Scientific). The magnet was interfaced to a Unity INOVA console (Vnmrj, Varian Inc., Palo Alto, CA, USA). Eddy currents were minimized to be less than 0.01% using time-dependent quantitative eddy current field mapping [21]. A homemade quadrature $^1$H radiofrequency (RF) coil with two geometrically decoupled 16-mm (inner diameter) loops resonating at 400 MHz was used as RF transceiver.

Scout images were obtained using a GE sequence to determine appropriate positioning and shimming volume. Both first- and second-order shim coils were automatically adjusted over an $8\times6\times10$ mm$^3$ VOI using an EPI version of FASTMAP [16], which allowed to adjust all first- and second-order shim terms in less than 30 s. In order to evaluate the resulting field homogeneity, an ultrashort echo time STEAM [TE=2 ms, middle period (TM)=20 ms] was applied to localize a $5\times5\times5$ mm$^3$ volume within the shimmmed VOI.

Snapshot GRE-EPI traverses the entire $k$-space after one RF excitation. It is well established that any phase discrepancy due to the imperfection of gradient performance
leads to Nyquist ghost artifacts. The built-in reference scan without phase-encoding gradient scheme \[22\] was applied to reduce the inconsistency between the odd and even echoes, which resulted in ghost artifacts of \(\sim 2\%\). Coronal images were acquired following a 2-ms 90° gauss-shaped excitation pulse with a native in-plane resolution of 200×200 \(\mu\)m² (FOV=25×25 mm² and 128² data matrix) and TR/TE=2000/30 ms, whereas the phase gradient was applied along the Y dimension. In order to avoid aliasing in the Z dimension, transverse images were acquired with a slightly larger FOV of 40×40 mm². Concurrently with TR/TE=2000/27 ms, the 128² data matrix resulted in a 312×312 mm² native in-plane resolution.

### 2.3. Data analysis

SNR was calculated from the most homogeneous and highest signal intensity region, which was in cortex due to the signal variation from using the surface coil as transmitter and receiver coil. Other ghosting and susceptibility artifacts were visually determined by comparing the GE and fast spin echo (FSE) images acquired with the identical position and slice thickness in the same rat. The stability of snapshot GRE-EPI images was determined by assessing the percent deviation of mean intensity for a region of interest (ROI) from 300 images of 2-mm slice thickness acquired with identical parameters over 10 min. All data were analyzed with built-in imaging processing package (Vnmrj, Varian Inc.).

### 3. Results

Shortly, the EPI version of FASTMAP adjusted both first-order and second-order shim strengths to compensate \(B_0\) inhomogeneities over the whole rat brain region. In the present study, when adding second-order shims to the field inhomogeneity adjustment, which improved the water line width by only 1–2 Hz, a noticeable effect on image quality was observed, as shown by comparing the acquisition of the identical slices with almost identical parameters after only first-order shimming was applied (Fig. 1). With the average applied magnitudes of second-order shim strengths (Table 1), the susceptibility artifacts and geometric distortion were more pronounced in the images acquired after compensating first-order \(B_0\) inhomogeneities only (Fig. 1, top row).

With applying second-order shim adjustment, the measured line widths of the water signal for the 5×5×5 mm³ volume were reduced to 11–13 Hz, corresponding to an apparent \(T_2^*\) to \(\sim 24–29\) ms. Consequently, the

**Table 1**

<table>
<thead>
<tr>
<th>Second-order shim gradient strength (×10⁻² mT/cm²)</th>
<th>(Z^2)</th>
<th>(YZ)</th>
<th>(XZ)</th>
<th>(XY)</th>
<th>(X^2Y^2)</th>
</tr>
</thead>
<tbody>
<tr>
<td>System shim strength</td>
<td>5.28</td>
<td>12.37</td>
<td>11.94</td>
<td>4.46</td>
<td>4.24</td>
</tr>
<tr>
<td>Maximum absolute applied shim strength</td>
<td>1.33</td>
<td>0.35</td>
<td>1.33</td>
<td>0.08</td>
<td>0.39</td>
</tr>
<tr>
<td>Real applied shim strength</td>
<td>−0.45±0.34</td>
<td>−0.07±0.18</td>
<td>−1.01±0.22</td>
<td>0.02±0.05</td>
<td>0.02±0.19</td>
</tr>
</tbody>
</table>

The applied second-order shim strengths were expressed as mean±S.D. (\(n=10\)). Note that all the applied shim currents did not exceed 25% of the available maximum strength.

**Fig. 2.** Direct comparison between snapshot GRE-EPI, GE images and FSE images from one rat brain. All images were acquired after second-order shim adjustments with identical slice thickness of 1 mm and 0.5 mm gap. GRE-EPI and GE images were acquired using 200×200 μm² in-plane resolutions, 30 ms TE and 2 s repetition time, but 30° flip angle and 2.5 ms acquisition time (per k-space line in read dimension) were used in GE and 90° flip angle and 0.3 ms acquisition time were used in GRE-EPI. The GRE-EPI images presented strong \(T_2^*\) contrast yet minor susceptibility artifacts, consistent with that present in GE images.
signal reductions and artifacts were reduced and snapshot GRE-EPI images were acquired at a comparable long TE, such as 30 ms with an increased spatial resolution (200×200 μm²). Minimal susceptibility effects were evident when comparing the GRE-EPI images to GE images acquired at the same TE (Fig. 2).

SNR ranged from 37 to 48, assessed from a series of sixteen 0.5-mm-thick multislice coronal images (Fig. 3A). These images presented well-resolved anatomical details on coronal (Fig. 3A) and transverse images (Fig. 3B). For example, the coronal images with a 200×200 μm² in-plane resolution allowed identifying some fine structures such as the third ventricle (3V), CA3 of hippocampus (CA3), corpus callosum (cc), cingulum (cg), caudate putamen (CPu), dorsal third ventricle (D3V), dentate gyrus (DG), external capsule (ec), internal capsule (ic), lateral ventricle (LV), median preoptic nucleus (MnPO), triangular septal nucleus (TS), ventral hippocampal commissure (vhc), and so forth. The reduced geometrical distortion in the images can be appreciated from the fact that without applying any distortion correction, the EPIs were superimposable on the rat brain atlas data (red lines in panels). Fine structures that were readily identified include 3V, CA3, cc, cg, CPu, D3V, DG, ec, ic, LV, MnPO, TS and vhc (see details in the text), indicated with red arrows in Panel A.

Using a set of 2-mm-thick coronal images, we evaluated the stability of the time series from the percent deviation of mean intensity on the following ROIs: two pairs of 16-pixel (open diamonds and squares in Fig. 4A) and 45-pixel ROIs (open diamonds and squares in Fig. 4B), which was almost within 1.5% (peak-to-peak) over 10 min. The percent deviations fell below 1% with the increased ROI to 32-pixel (two 16-pixel ROIs, filled circles in Fig. 4A), 45-pixel (open diamonds and open squares in Fig. 4B) and 90-pixel (the two 45-pixel ROIs, filled circles in Fig. 4B) ROIs. In order to determine if the signal variation was due to intrinsic SNR at such high spatial resolution or due to physiological fluctuations, we performed a linear regression analysis (R=0.92) of the root-mean-square deviation.
(RMSD) calculated from the RMSDs of the percent deviations, relative to inverse square root of the number of pixels (Fig. 5). The results indicated that a $Y$ intercept of 30% was present, which suggested that at this high resolution and long TE, noise was dominated by intrinsic image noise.

4. Discussion

The present study demonstrates that at 9.4 T, snapshot GRE-EPI images with high in-plane resolution and long TE of rat brains can be reproducibly achieved (Figs. 1–4) with the combination of high performed gradients (rise time and gradient strengths), stable magnet ($B_0$ drift), minimized eddy current and with compensated $B_0$ field inhomogeneities to second order. All of the above are likely to have contributed to the notable improvement and the very consistent stability of the GRE-EPI images shown in Fig. 4.

However, as illustrated in Fig. 1, such image quality with increased $T_2^*$ and, thus, reduced signal dropout is unlikely to be achieved routinely without adjusting second-order shim terms. Concurrently, geometrical distortions were minimized as evidenced by comparison with the identical slice FSE images (Fig. 2) and with anatomical maps (red lines in Fig. 3).

It is of interest that two second-order shim terms, $Z^2$ and $XZ$ in Table 1, were shifted systematically to negative values with a significant range. This was not found in phantoms using the same setting and suggested to be the subject itself. Therefore, adjusting $B_0$ inhomogeneities, especially nonlinear-order terms, proves critical for rodent brains and, thus, obtaining quality GRE-EPI images at long TE. Overall, in the
The high-quality snapshot GRE-EPI images of rat brain can be reproducibly obtained at 9.4 T at optimal TE for BOLD fMRI to allow a high spatial resolution with high anatomical contrast, eliminating coregistration issues.

Acknowledgment

The authors thank Dr. Ingrid Kohler and Hanne Frenkel for excellent technical supports. The work was supported by R01 NS042005 (NIH), the Centre d’Imagerie BioMédicale of the UNIL, UNIGE, HUG, CHUV and EPFL and the Leenaards and Jeantet Foundations.

References


